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EXECUTIVE SUMMARY

Background: Dental amalgam is a safdyrable and effective material frequently used for tooth
restorations Containing up to 50% mercury, amalgam waste created during placement and
removal of amalgam restorations can contribute to mercury pollution in water@aggside
amalganseparators in dental clinics function as the first line of defense to remove amalgam
particulates and debris from dental wastewater througkesidesion mechanismsrhe

filtration and retention of particulate over time ultimately affects dental waataation flow

rates which can be detrimental to dental procedukesalgam separator replacement is
performed in timed increments ofl8 months depending upon manufacturer recommendations
Currently, there are no commercially available amalgam sepanateroutfitted with an

alarming mechanism to alert dental clinicians that their dental waste filtration system no longer
operates within manufacturer specificatiofo address this need, we have developed a vacuum
sensing prototype that incorporatesagarm mechanism to denote when the DD2011 chairside
amalgam separator does not reach its effective filtering capddiig research will improve the
cost effectiveness of amalgam separatorextgnding the lifetime of uantil its capacity has

been reahed and will also serve to ensure that dental clinics abide by local, state, and federal
mandates for amalgam waste management.

Objective: The goal of this report is to show a proof of concept for an alarm sensor that
measures the pressure differenfiatoss the amalgam separatbrh e al ar més audi bl e
function will alert the user when replagithe separator is necessary.

Methods: A sensor was built to measure and record differential pressure values within the
vacuum lines located on bgplorts of the amalgam separatd flow constricting valve was
positioned on the outflow port of the DD2011 chairside amalgam separator to induce varying
pressure differentials and simulate vacuum line blockage due to amalgam waste and dental
debris Datagenerated from the transducers during simulated blockages were transformed into
pressure values using linear regression equations from the calibration data.

Results: The greatest divergence in differential pressure was observed when the flow
constrictingvalve was rotated from a fully open position (0°) to a position betwee®@0
Obstructions beyond the 30° position induced a differential pressure that exceeded
predetermined differential pressure limit triggering the visible and audible alerta wiéhi
sensor

Conclusions: The simulated obstruction separator experiments validated the Gaatsbiy to
detect differential pressure changes and alert the user of flow impediment through visual and
audible cues



INTRODUCTION
Although theproportionof amalgams placed has decreased from approximately

50% in 200d1], to between 342% in the past decad2], [3], amalgam waste is still an
environmental concernrAmalgam is composed of liquid mercury (Hg) and an alloy
powder consisting silver (Ag), tin (Sn), and copper (@§1) Dental clinics can produce
up to 4.5 gpf Hg per day, which approximateéol kg per yeaf5]. Although releases of
Hg from individual clinics are not considered tothemajor contributors to the overall
Hg burden in wastewatethe cumulative effect of Hg release from all dental clinics is

known to be significani6].

In 2003, B% of all Hg contamination enterimyblically owned treatment works
(POTW) was attributed to dental amalgdrj, [8]. An estimated 122,000 dentaffices
have discharged amalgam into POTW@ a total discharge approxinian of 3.7 tons of
Hg per yeaf9].

Amalgam separators offer a cegtectve and efficient means of controlling Hg
discharge into POTWThis amalgam wastemanagement practicemoves up to 99%of
Hg from waste streanj40]. Separators function by using sedimentation, filtration,
centrifugation chemical or a combination of these removal mechanisms to eliminate
amalganparticulatedrom dental wastewat. A benefit of filtration amalgam separators
is that they function without the use of moving panisich redu@sthe cost and the
probability of mechanical difficultiel1]. Chairside amalgam separators, such as the
DD2011, remove amalgam waste particulates by filtration and are attached to the vacuum
system of dental chairs for easy reraband replacementAmalgam particulates
captured by manufacturarstalled, chairside amalgam traps prevent vacuum line
blockage by removing large dental waste deposits and tooth fiEYrisThis makes
chairside amalgam sepawvega preferable optioas a first line of defender the removal
of dental amalgam wastén addition,separatorgid in preserving the wastewater

plumbing of dental clinics by preventing sludge build up over time.



Chairside amalgam separator replacement schedules are currently independent of the
volume of amalgam wast@&tering the filtration device and solely dependent upon a set service
schedule Time-based determination of the amalgam separator lifedpas not address
variability between individual amalgam separators as well as outlying events that may critically
dsrupt t he s ep @&nfaeseerchallengesdudhiascdaneagedoythe filtration
medium or debris buildup within the inflow and outflow podsuld disrupt the fluid flow and
prematurely reduce the suction force necessary to collect amalgavoaraterial from a
patientdos or al cavity.

To ensure a properly functioning amalgam separator that performs wutinent and
proposedyjovernment mandates, a udeendly sensor is necessary to monitor the differential
pressure across the separabatimmediately repogtadverse conditionsThe objective of this
research was to design, byithd validate a vacuum sensing prototype teebrds changes in
pressure differentialandprovides an audible and visible cue when vacuum pressure drops
below predesignated levels necessary for proper damnttibn Thesedata will allowdental
clinics toachievefull utilization of amalgam separators in addition to remaining in compliance

with amalgam waste managemesgulation

MATERIALS AND METHODS

Materials

Included below are the manufacturer and procurement information for the materials used
to develop the vacuum sensdrhe ppwersupply for Samsung SyncMaster LCD/TFT Av@s
manufatured bySIB-CORP (Clifton, NJ). The Adafruit data logging shieldvas manufactured
by Adafruit (New York City, NY) TheArduino Uno Rev3 microcontrollavasmanufactured
by Arduino LLC (Turin, Italy). The Secure Digital (SD) card was a Kingston 4 GB microSDHC
Class 4 SDC4/4GBET Flash Siard (Fountain Valley, CA)Carbonresistors with a 1%
tolerance were acquired from a 1/4W 86 Value 860 piece resistor kit set manufactured by Joe
Knows Electronics, LC (Taylors, SC) The heatshrink tubing was manufactured by Vktech

(Stockholm, Sweden)Gardner Bender manufactured (Menomonee Falls, WI) the4(mB



black liquid electrical tape usedumper wiresvereeitherused from the Elenco JAB50 jumper
wire kit (Wheeling, IL)orf r om Dupont éds 3 x 40 piece jumper
RR40DUR Nortlead solder was supplied by Rosewill (City of Industry, @Atheir RTK090
tool kit, which issold by Amamax (Houston, TX)All of the previously mentioned matdsa
were purchasethroughamazon.com Swagelok PTS-JSG31BJBX transduces, along with
connecting cables, wepirchased fronswagelok Austir{Austin, TX). Ashcroft KXF01100
1/0BAR=M04FM1transduces along with conecting cablesverepurchased fronBriceBarclay
(Stafford, TX). Type 316 stainless steel female National Pipe Thread (NPT) solid tees and
Female British Standard Pipe Parallel (BSPP) solid tee consisting of carbon steel with anti
corrosive plating were purchased from Discount Hydraulibdg@elphia, PA) NW/KF 25

flange tomale1/2 inchNPT threadadapters and NW/KF 25 toidch hose adaptemsere
comprised o804 stainlesssteel and purchased froifed Pda (Redding, CA)along withan
aluminumNW/KF 25 flange to 1/2nch or 5/8inch hose adaptersStainless steel worm gear
clamps(9/16to 1-1/16inch) and 1/2inch Freeman Teflon tape were purchased through Global
Industrial (Buford, GA) KF 25flangeadapterto 1inch maleBSPP, aluminum toggle clamp
with cotter pin for flange size KF 28nd KF 25 stainless steel centering ring vacwith

Viton® O-rings were purchased from Idagcuum ProductgAlbuquerque, NM. Plastic

housing for thesensorcase Jight emitting diodgLEDs), USB A to B connector, button switch,
electronic spacers, protoboard, screw termiqaézoelectric buzzeand banana plug screw

connectors were available as stock materials during development.

Methods
All measuremeninitsof pressurevereconverted to inches of Hg using

published conversion faat®[13].

The sensor can be subcategorized into three major units: sensing, datalogging, and

alarm These omponents are illustratembnceptually irFigurel.
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Figurel. Graphical diagram of the sensing, dataloggamy alarming components of the
sensor Figure is not to scale.

A. Sensing Component

1) The Ashcroft KXF011001/0BAR=MO04FM1 transduceridentified byan oval inFigure
2, converts an applied pressure on its diaphragm rargtwieen7.36 inches of Hg-100 kPa)
of vacuumandatmosphere to a voltage betweean@ 10 direct current voltage (VDQ14].
The transducer installed on the dental caRigure2B wasused during the simuladeblocking
experimental setupThe Ashcroft transducers are threaded with 1/2 inch National Pipe Thread
Taper (NPT).



2) The Swagelok PHS-JS0-31BJBX transducer identified by asquardn Figure2, was
constructed to use a voltage source of 14 to 30 YIBL The Swagelokpressure transducer
measured7.36 inches of Hg-100 kPa) of vacuum to atmosphere and translated that pressure to
a range of 0 to 10 VDC as a signal outplihe Swagelok used a male fitting of 1 inch BSPP
thread and attached to a pipe fitfiof comparable female thread/hile equal in performance,
the Ashcrofttransducewas selectedver for theSwagelokransducer in further validation of the
sensorasthe former has a smaller footprirfeigure 2C illustrates the installation of the
Swagelok transducers on a dental chair
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Figure2. A) Swagelok (square) and Ashcrofiv@l) transducersB) Installed Ashcrofpressure
transducers on the mobile dental cart for prototype sensor validation experiments
C) Enduse scenario installation of Swagelok pressure transducers on a daintal ch

3) A variety of fitting typesvere used to connect two transducers to the amakgparator

and subsequently theflow andoutflow dental vacuum tubingThe fittings aligned each

11



transducer perpendicular using femateled teesThen each tee was connected in line with the
amalgam separator as well as the dental vacuum tubing gsick release ¥ flange vacuum

adapters that were secungith Viton® O-ringsand flange clampsThe fi tti ngdés asse
graphically represented in the senstegnponent oFigurel and theconfiguration of each

transducer is illustrated FRigure?2.

B. Data loggingconponent

The datalogging component converts the pressure transducer output to digital data
which is then stored on the SD cafeigure3 presents theomplete datalogging
componentluringvarious stages of assemblyhis component consists of an Arduino
Uno Rev3 microcontroller, an Adafrudata logging shielda 4 GB SD carda data

collection start button, a power source, and a voltage divider.
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Figure3. The datalogging component of the sensor A) with the Adafruit Data Logging Shield
(square) and SD card (circle) disassembled, and B)dslgmbled without the cover.

4) The Arduino Uno Rev3 microcontrolleshown inFigure4 is a multruse programmable
microcontrollerwith digital input/output pins, analog inputs, onboard clock, and reset buton
detailed diagram of the analog inputs and digital input/outimstgrein Figurel4 locatedin
Appendix II: Circuit Diagram

The Arduino microcontroller is programmed using a subset of tlgggroning language

C++ and interfaeswith the Arduino IDEsoftware[16]. Within Appendix Ill: Program Flow

Chart Figures15and 16 represergthe flow of data collection from the program initialization

until all data is written onto the SD cartihe figures show the program running the Arduino

conceptually and withouhe syntax of C++The program begins with checking the SD card for

errors and waiting for an indication from the user to begin data collec@ane such indication

is made, the program instructs the Arduino to create a text file on the SD card andalbegin

collection Communication with the SD card is performed using the serial peripheral interface
13



(SPI)communication protocolAnother communicatio protocol standard employediiger-
Integrated CircuifI°C) [17]. Thel?C communicatiorprotocol uses the analog inmihs on the
Arduino board to read time values from the {t&@le clock RTC) and link the digitally
converted transducer readings to the exact time they were coll8dtednalogto-digital
ConvertefADC) modifiedtransducer data is continuously paired with the time of data

collection and written to the newly created text file until the power is lost or the user resets the

Arduino.

Figure4. The Arduino Uno microcontroller functions eantral component of thraatalogger
This device controls the flow of information received from the pressure transducers and R
activates the alarming components, and formats the output data to the SD card.
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5) The Adafruit data logging shieldseenm Figure5, providesan interface for thenboard
RTC and SD card slan top ofthe Arduinomicrocontroller In general, Adafruishieldsare
expansions to the Arduino microcontroller that interfaceadly with the input/output and
analog pins The direct link between th&dafruit shield and microontroller allowsthe
transcription of timestampedraw pressure values onto the SD caftie addition of free and

opensource Arduino librarieallowedfor the seamless integration of the shield into the sensor

source code

Figure5. Adafruit data logging shielavith insertedSD card The SD card saves data and time
values concatenated on a delimited string of.d&tee datalogging shieldalso contains the RTC
which provides the Arduino with reéime values

6) AC Adapter/Charger Power Supply farSamsung PSCV420102A SyncMaster
LCD/TFT monitor was repurposed wupply power to thgacuumsensor The maximum input
voltage for the power suppig 240volts, which was converted into MDC up to 3 ampsThe
electrical conductivityf 14 voltage outputvas confirmed with a mukimeter after modifying

the plug connection to the Arduino

15



7) Thevoltage dividersplits theinputvoltage into two output voltages of a desiratio [18,
p. 61] The addition of aoltage dividereduceghe expected 0 to 10 input voltage signal
produced by the transducer to an Arduino compatible 0 to 5 voltage, $ignak6. Forthe
construction of thiprototypic vacuunsensor, th desiredratio of input: outputvoltagewas 2:1.

Figure6. Voltage divider location on the Adafrudata logging shieldAll references are made

from top to bottom The top brown wire and screw terminal connects the pressure transducers

with the 14 volts in direct current power supplyhe pair of resistorogal), and blue wire

(orangest ar ) provides the 2:1 voltage division fo
Pin 1L The bottom pair of transders (arrow), the third screw terminal, and grey wire provides

the 2:1 voltage division for the outflowr ansducer t o t he Therbrowhi nods A
wire at the bottom of the picture and the last screw terminal pothideslectrical common

ground for the transducer.

C. Alarm Component

Audible differential pressure set points were determined witherederto the
International Organization of Standardization compliance flow rate requirement of
1L/min. A liter of water evacuated within 1 min, 1.5 min, and greater than 2 min were
categorized as normal, warning, and critical states respectively. Thdeegyessure
differentials for each alarm state were greater tdah (normal) petween4.0and-8.5
(warning), and less thaB.5 (critical) inches of Hg. The flow rate was constricted using

a regulator valve at the outflow port on the amalgam segarfdbrmal, warningand

16



critical audible alarndifferential pressurstates correspond tpeen, yellow, and redsual

LEDs of the alarm component.

The audible aspect of the alarm veaehievedoy attaching a piezo buzzer to the
Arduino. Both the LEDsand the bzzer can be seen left of thartrun button inFigure 7. The
buzzer was programed to sound when the critical LED illumsnateaddition, a function was
added to turn the alaraudibleon and off by holding the stantin button for moré¢han a second

during operation

Figure7. The buzzer (triangle), LEDs€gctangle) and startin button ¢val) elements of the
alarmcomponent

Transducer Calibration

Transduceswere calibrated usingraference gauge over a range of pressure valugs
consistent vacuum flowThis was accomplished by creating the sameaipeatsseen inFigures,
which allowedfor nearly the same pressure indusedultaneouslyn boththe transducerand
reference gaugdiaphragms An Ashcroft gauge with pressure range frofto-7.36 inches of

17



Hg (0 to-100 inches of kD), henceforth referred to &eference Gauge 1 (RG, was
used to infer the linear relationship betweentthasduceputput and the vacuum
pressure A 0 to-14.71 inches of Hg (0 200 inches of BO) Ashcroft gauge,
henceforth referred to &eference Gauge 2 (RB, served to validatRG-1. RG-2
ensuredhatRG-1 functioned adequatelyiventhatunusually high differences between

the twogaugesvould signify that one of the gauges was malfunctioning

Once thecalibration rig wa®perationala flow constrictingralve was
manipulated to allow founobstructed flovand the vacuum pressusasincreased to a
point just below0.74 inches oHg (-10 inches of HO). The calibration setujs
presentedn Figure8. Thevacuumpressure changed according to the adjustment of the
flow constrictingvalve Therecordedoressureganges foRG-1 were-1.103to -6.988
inches of Hg {10 t0-90 inches of KHO) andare recordeth Tablel in Appendix IV:
Transducer Conversidbompared to R&. A linear regression analysigasconducted
to establish a relationship betwettre gaugeressure and the ADC conversion of the
transducer outputSpecifically, the trendline information (slope and y intersetthe
averaged values from three independeaalibration curves generated with the refese
gauges were used to convert the ADC output to equivalent pressure values in inches of
Hg. For example, the inflow calibration curveigure9) linear equation was calculated
as 'Y = 3467 x X + 1069; thereforgthe inches oHg for the inflowADC output equaled
(inflow T 1059) / 34 67.

18



Figure8. Calibration rig setup of the Swagelok pressure transdgeatnglewith RG-1
(hexagon).The Ashcroftand Swagelokransducer calibratianwerecompleted in an equivalen
manner.

Data Resolution

The ADC of the Arduinohasa 10bit ADC whichequate$o 1024 states that cée used
to digitally approximate an anala@ignal For examplean ADC output of0, 550, or 1023is
equivaleni0, 2.68, or 5/DC, respectively Given that the pressure ranges for both transducers
are amosphere t67.36 inches of Hgthe resolution of the ADC can be calculated to be 4.88
(millivolt / statg x 7.36 (inches of Hg) 5 volts = 0.00718 inches of Hg per statbe previously
mentionedequation doegot factor in noise from electrical or fluidic sourctais,a calibration
file was required to create a reliable relationship betweetraheducer output and pressure

values.

19



Data Code andCollection

The Arduinocollectsdate information from the RTC ardeategext files on the
SD card titled with the date and time that the experimerdrbdgside this text filethe
Arduino assignghe date and time on the first line in ISO 8601 forfh8}. Thepressure
signalsfrom the inflow and outflow transducesiseconvered into a digital step range
from O to 1023by the microcontrollerand paired withhetime point registered by the
RTC presergdon the Adafruit dtalogger Theinflow and outflow signal ranges along
with the correspondintime points areappended to delimited table in a text file located
on the SD cardData ollectioncontinuesuntil the user unplugs thmower supply to the

Arduinoor t he Arduiismessd.reset button

Amalgam Separator Obstruction Simulation

A DD2011chairsideamalgam separator obtained fr@annis JDuel Associates,
Incorporated (Chicago, Ilyas installed on the mobile dental cart (ANGCE, Aseptico
Inc., Woodinville, WA, USA)asshownin Figure2B. To test the prototypic vacuum
sensoran obstructiorwas simulated by installingflow constrictingvalveto the outflow
port on the amalgam separatdtarrowing the outflow port crossectional area on the

DD2011 chairsid amalgam separator allowed for the controlled resistance to be applied

across the transducer diaphragm over preset anglese angles werdetermined using
a protractoffor the fdlowing restriction positions0°, 15°, 30°, 45°, 55°, and 60The
90° position was not tested because it completelystrictedluid flow. Differential
pressure values were obtairfedthe aforementioned restriction angl&he
experimental procedure outlined below servedhiimic a naturabbstructionin a

controlled maner.

A high vacuumevacuatiordevice wasised to flush a liter of tap water through
the system The timethatflushing begarand ended was recordedhe high vacuum

evacuatiordevice valveeemained openntil all waterwas collected in a vessel before

20



placing it in its holder The ADC output from four independent trials for each obstruction
position wereconverted into pressure readings usingditiear regressioequationgenerated

generated from the data presentefigure9.

RESULTS

Calibration

The relationship between the pressure induced on each of the transduceritiesead
by theADC on the Arduino was delineated during the calibration of the sefi$@r data for the
calibrations between the Ashcraftd Swagelok pressure transducer M1 arepresented in
Figure9. From this data, the transduseare assumed to have equivalent performbased
upon similampressureutput values and@> 0.05 Themoremanageable Ashcraiftansducers
were chosen for theemainng experimental studigatvalidateal the performance of the

vacuum sensor in a practical and relevant scenario.
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Figure9. Linear regression analysis of Ashcrdfliéd shapes) an8wagelokiransducers
(unfilled shapes) calibration usifiG-1. The R value for each curve was greater than 0.9997
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Within anisolatedsystem, the AD@onversion of the Ashcroft transducer output
was compared with thgressure readindsr eachreference gaugas seen ifrigurel0.
Since both reference gauges outputted similar valuessiconfirmedhat thereference
g a u gdilsraiionwere still valid p > 0.05.
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G auge 2 Inflow
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A rdunio ADC Output

700 1 T L) I 1
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Figure10. Comparison of R& and RG2 versus Ashcroft transducer to illustrate a negligible
difference in the output values for both reference gauges

SensorDetectionof Simulated Obstructions

To test the function of the vacuum sensor setup, haejwad software, fow
constrictingvalve wasattached tahe outflowport of theDD2011 chairside amalgam
separator locateon a mobile dental cartChanges in differential pressure, the difference
between theutflow andinflow pressure values, were first tested by introducing one liter
of water into the system with a completely ogenstrictingvalve

An illustration in differential pressure for an unobstructed separator is shown in
Figurell The introduction of water into the vacuum sensing system can be divided into
four discreet stagesStage oneepresentshe initial pressure drop whevater was

introduced tadhe gstem In stage two, the pressure drop had a characteristic inflection
22



point, which was usuallgpproximately-4.0 inches of Hg Stage three was denoted dsise in
pressure drop fromd.0to 0 inches of Hg Lastly, stage four corresponded to a stationary state

where the inflow and outflow pressure readisggbilized and returned to baseline levels.
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Figurell Stagesf differential pressurafterintroducingwater into an unobstructed DD2011
chairside amalgam separatmingAshcroft transducers

To simulate DD2011 chairside separator blockageonstrictingzalve waspositioned
betweerD° and 90 where 0°corresponded to a fully open valaad 90°corresponded ta
closed valveWhen water was first introduceato the vacuum lineghe maximum resistae for
flow across the filter waseached.Reduction in thelifferential pressure siafunction offlow

restrictionwas not initially apparent until the separét@rosssectional area wagstrictedo
23



the45° position The magnitude and consistent decliméhe differential pressure
throughout the data collection timefrafoe measured obstruction pasiisresulted ina
distinctoutputtrend identifying gartial @5°) and totaflow restrictionangle(60°),
Figurel2. As water exits the separator, the water flow resistance decreased as the
pressure on t he wasedusedThisabsewalion masmdparentine
all valve closure positionsxcluding 60? The obstruction at 60° maintained a high
membraneesstancewhich prevented the inflow and outflow pressure readirgya
equalizing For all flow restriction conditions, stage four baseline levels were reached

earlier in unobstructedtherthan obstructed amalgam separator
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bt ee
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Figurel2 Ashcroft differential pressure comparison of 0° (blue), 15° (red), 30° (green), 45°
(purple), 55° (black), and 60° (orang®sitionsduring stage 3 and 4 of the pressure drbipe
values given represent the meta@.6inches of Hgof four independent replicates

Theincreasedesistance across thenalganmseparator was proportiona the

forced reduction in flow rateAt or before the 30¥alve position, thedifferential
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pressurehangewas negligible but thow rategraduallydedined to 20% of anunobstructed
flow rate Figure13. The differential pressure doubladhen water flow was restrictday
closing the valvdetweerpositions45° and 60, reducing the flow rate b§0% compared to
unobstructed flowFigure13). These trends infer an inverse relationship between the

differential pressure and flow rate.
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Figurel3. Obstructed flow rate at 0° (k@) 15° (red), 30° (green), 45° (purple), 55° (black),
and 60°(orange)positiors as a function of differential pressure + 1.0 inches of Hg.

Varying flow rates for a liter of water to pass through the amalgam separator
corresponded to the builh audibke and visual differential pressure set poirthe LED visual
alarm switched from normal to warningodeas the differential pressure decreased beyédrid
inches of Hgluring and immediately after flushing one liter of water through the system at a
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restriction angle of 45 After activatingthe highevacuatiordevice, the warning LEWvas
succeeded by theitical (differential pressure less tha®\5 inches of HgLED uponsuctioning
waterthrough the system at an impediment ampgisitionof 55°. Thecritical LED remained
illuminated anda continuousaudiblealarm soundedince the differential pressure remained
outside the preset pressure limvtien the water flow was restrictemla60° position Together,
these datademonstrate proedf-principle that an effective, sensitive vacuum sensor can be
constructed to monitor flow ratesd differential pressuief the DD2011 chairside amalgam

separator.
Conclusion

Commercidly available amalgam separatanmits lackin-situ performance
monitoring and sitable replacement notification mechansnThe purpose of this
research was toonstruct a prototypic vacuum sensor t@ttinuouslymonitored
pressure differentials andggeredaudibleand visuablarms whena large differential
indicated excessivemalgam separator obstructiohhis approacls based upon the
principlethat solidparticulate amalgam waste and dental dedweimulate and block the
movement ofvaterthrough thdiltration medium therebyeducing the flow rateBy
monitoring anl remrding flow rate data, chairside amalgam separators will be usisd to
effective lifespanwhich is predicted teave time and be more cost effective this
reportthe designcalibration,and validation of a protypic vacuum sensas described
Two pressure transducers, Ashcroft and Swadgelereshownto measurgressure
across the amalgam separator and provatkfjuate sensiity during calibration
testing However, theAshcroft transducers were chosensubsequentacuum sensor
validationtests due to their smaller footprinfo simulate particulate and dental debris
obstruction in vacuum lines, a flow constricting valve was situated at the outflow port of
a DD2011 chairside amalgam separator installed on a mobile dentalkkartacuum
sensor successfuldetected and recordatmulated obstructiorwhich was demonstrated
by the inverse relationship between flow rate and pressure differastiaéflow
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constricting valve closedin addition, the datalogging and alarm sensing compsreeite
found to function as programmaedth both an audible and visual alarmhen the flow

obstructionexceeded designatedarning and critical levels

Together, these dapaovided evidence for the successful design and execution of a
vacuum sensing unihat has appli¢eons likedental wastewater effluentonitoring It is
anticipated that this research will lead to theade@pment of more efficient and effectidental
amalgam separator systems that include monitoring and alarm gealhesavailabity and
deployment of second generation dental amalgam separators that havomtsifed monitoring
and alert systems will improve environmental compliance efforts ahead of the EPA proposed

ruling on management of dental amalgam waste

MILITARY SIGNIFICANCE

To further support nationwideg abatement efforts, the Navy issugdreau of Medicine
and SurgeryBUMED) instruction6260.30 mandates the use of amalgam separator systems in
dental treatment facilitiesHowever, with more stringewtentalamalgam wasteegulation on
the horizon, it has become necessary to maximize the full potential of amalgam separator
systems This includes improving filtration efficiency and utilizing separatortheir maximum
effectivelifespan Therefore, the Navyhas addressetie latter otheseissues through
development of a prototypic vacuum sensor that can monitor and diftexential pressure
acroschairside amigam sepeators The sensoalerts personnel if theuction forcdbecoms
substandardThis technology is expected to helpmilitary branchesy reducing the financial
burden associated with replacing amalgam sepa
versus observed unit lifespaihe sensoalso has potential use in other applicas that require

vacuum line monitoring

FUTURE DEVELOPMENT
The development of a vacuum sensor outfitted with a datalogging unit and alarm feature
is an excelleninitial effort to improve management déntal amalgam separator syssetwhile
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the senar describedn this study hasertainlydemonstrated its functionalitynder ideal test
conditions additional experiments are necessary to determine if it can performmarker
strenuous laboratory conditions as well as incdirec. In upcoming studhs, this prototype will

be subjected to dental wastewater that contains an appreciable amount of dental amalgam waste
anddental debris It is expected that the effective lifetime of DD2011 chairside amalgam
separators will be better delineategintrodicing the sensor into a more complex test
environment Deployment of this sensor prototype in the clinic will undoubtedly bring to light
important functional and executional issues that cannot be identified by laboratory
experimentation Additional researh will be performed to lower costs associated with sensor
construction, including testing flow switches as an alternative to pressure transdiucénsr,

an ADC with substantially greater accuracy and a more-fresrdly interfacecould be
introducednto the datalogging componerithe use of a more precise ADC, which would
supersede t he Ar daygiveaonors frequenbandacalratéd aGpbhg
transducer outputsSuch an improvement could potentially allow for more detailed analysis of
amalgam separat@unctiorality. Additionally, an improved user interfaceayreduce

computing difficulties and unforeseen complications with data retri@ua possibilities for
additional applications that stem from this technology are numerous hmbsyiively impact

both the military and public sectors
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Appendix |: TERMINOLOGY AND WORKING DEFINITIONS
This section briefly explains computational science and engingeriminology

essary to understand the sensoros design

Inches of Hg refexto a pressure unitAt 32°F, the pressure induced on the bottom of a 1
inch Hg column is equivalent to 1 inch of Hg in pressure

SPI refers to Serial Peripheral Interface which is a-standardized communication
method between electronic device&enerally, a device that uses SPI will have a pin
dedicated tocommunicatingwith another device, a pin dedicated to listening to that
device,a clock signal to keep pace for the data transied, a pin which turns on and off
the communication

I°C refers to Interintegrated Circuit,a communication protocol licensed by NXP
Semiconductors The protocol allows for many devices to communict®sswo lines

by using an address system maintained by NXP Semiconductors

Transducers are devices that congerne physical phenomena to an electrical signal of
predefinedange The electrical signal used can be a current or a voltage in reference to a
common ground The range of data is usually continuous in the analog fashion

VDC refers to directurrert voltage.

VAC refers to voltage with alternating current

GB refers to a gigabyte of data

SD refers to a memory card that uses ssiate storage

FAT16 and FAT32 refer to types of memory storage present on a SD card.

I/O is an alias of the externi@puts and outputs of an integrated circuit or computer

A data string is a series of characters that is manipulated by a computer prddgrese
characters can represent words, sentences, numbers, and anything else which can be

typed on a keyboard
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BSPP refers to British Standard Pipe Parallel which is a type of threading used in pipe
fittings. These fittings are defined in imperial units and correspond to the internal
diameter of a femaitend fitting

NPT refers to the National Pipe Thread Tapdrich is another type of threading used in
pipe fittings These fittings are also defined in Imperial units and correspond to the
internal diameter of the femaénd fitting The threading in the fittingss tapered,
meaning that there is an angle ie threading converging away from the opening

Arduino IDE refers to the version 1.6.4 of the Arduino internal development
environment The IDE is used to create and load user created programs onto the Arduino
microcontroller connected with an USB A toSB B cord The Arduino IDE also
provides a serial monitor to a connected Arduino microcontroller to transmit readable
messages to and from a computer

Realtime clock (RTC) is an integrated circuitthat keeg a running clock, which
corresponds to the tiaand time one would find on a wall clock and calend&FCsare
usually paired with a rechargeable battery to power the circuit when the main power
supply is cut off

Analogto-digital converter (ADC) refers to a component that converts an analog
eledrical signal to a digital signal representing a range of natural numibbeslength of

this range is usually in a power of 2, suchl®24 minus any offset due to design

limitations
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Appendix Il: CIRcUIT DIAGRAM

Figurel4: Sensorcircuit diagram This diagram is not to scal&lectrical pis wi t h ar
not used VCC:Voltage Common @nnection GND: common electrical ground.

12C communicationSerial Clock Line $CL), Serial Data Line$DA), Analog_Pins_4, and. 5
SPI comnunication:Chip SelectCS), Slave Select}9S, Master Out Slave In (MOSI), Master
In Slave Out (MBO), andCloak (CLK). The inflow and outflow transducers are represented
with the connections Pressure_Signal, Voltage In, and Ground.
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